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1.  Introduction 


Currently,  there  is  great  interest  in  developing  both  point  and  stand-off  detection  instrumentation 
capable  of  identifying  the  presence  of  harmful  chemical  and/or  biological  aerosols.  Presently, 
the  majority  of  sensors  deployed  in  the  field  represent  point  detection  schemes  that  are  often 
based  on  a  form  of  antibody  tagging  and/or  chemical  analysis  that  is  conducted  on  collected 
samples.  As  a  result,  these  methods  often  require  periods  on  the  order  of  several  minutes  for  the 
chemical  reaction  to  occur.  Such  time  periods  may  prove  critical  in  actual  operation. 

A  more  desirable  approach  would  be  a  detection  method  based  on  optical  interactions  with  the 
agent.  Such  an  approach  would  allow  for  real-time  detection/identification.  In  addition,  by 
considering  various  tunable  laser  systems,  one  can  envision  a  detection  scheme  based  on  a  light 
detection  and  ranging  (LIDAR)  approach  in  which  the  detection  of  a  chemical  or  biological 
release  can  be  accomplished  at  great  distances. 

In  order  to  design  such  systems,  scientists  and  engineers  will  require  a  reliable,  well- 
characterized  database  of  optical  constants  for  a  variety  of  chemically  and  biologically  derived 
aerosols,  e.g.,  extinction,  absorption,  and  scattering  cross  sections.  Attempts  to  calculate  these 
parameters  have  proved  problematic  for  several  reasons. 

First,  predictive  calculations  require  that  the  real  and  imaginary  indices  of  refraction  for  the 
aerosol  be  known  with  reasonable  certainty.  Unfortunately,  such  constants  are  woefully  lacking. 
This  is  particularly  true  for  biologically  derived  materials.  When  they  do  exist,  issues  of 
accuracy  and  applicability  often  arise  (1 ). 

Second,  calculations  for  a  polydispersed  aerosol  usually  assume  a  certain  particle  size 
distribution  when  one  is  computing  optical  cross  sections.  Minor  variation  in  either  the  breadth 
or  form  of  these  distributions  can  result  in  great  uncertainty  in  the  calculated  cross  sections. 

Third,  many  of  the  computational  techniques  used  to  predict  the  electromagnetic  interaction  with 
small  particles  assume  that  the  aerosol  is  of  a  particular  simple  shape,  e.g.,  a  perfect  sphere.  For 
most  biologically  derived  agents,  this  is  rarely  the  case.  For  example,  assuming  a  complex 
particle  to  be  an  effective  sphere  becomes  less  valid  as  the  dimensions  of  the  particle  approach 
the  optical  wavelength  (2).  Since  many  airborne  bio-particles  have  sizes  in  the  0.8-  to  12- pm 
range,  optical  techniques  that  rely  on  IR  wavelengths  operate  where  effective  sphere  calculations 
are  prone  to  error  (3). 

As  a  result,  we  present  a  flow-through  photo-acoustic  technique  (first  proposed  by  Bruce  et  ah), 
which  is  designed  to  directly  measure  in  situ  the  absolute  mass  nonnalized  extinction, 
absorption,  and  total  scatter  cross  sections  for  a  variety  of  chemical,  biological,  and  background 
aerosols  (4,5,6).  Previous  attempts  to  apply  photo-acoustic  spectroscopy  to  aerosols  used  a 
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closed  sample  volume  and  as  a  result,  were  subject  to  nonuniform  aerosol  concentrations  because 
of  particle  settling  (7).  In  addition,  such  techniques  were  limited  in  sensitivity  because  of 
residual  absorption  of  the  transmission  windows  that  resulted  in  signals  that  were  comparable  or 
greater  than  the  absorption  of  the  aerosol  in  question.  In  order  to  avoid  these  problems,  Bruce 
designed  an  acoustically  isolated  flow-through  cell  that  allowed  for  in  situ  analysis  of  moderate 
and  weakly  absorbing  aerosols.  With  this  design,  high  system  sensitivities  on  the  order  of 
0.001  km  1  are  routinely  achieved. 

The  materials  considered  for  this  study  include  dimethicone  silicone  oil  (SF-96  grade  50), 
bacillus  subtilis  endospores  (BG),  and  Kaolin  clay,  which  represent  chemical,  biological,  and 
natural  background  aerosols,  respectively.  For  comparison,  we  present  Mie  theory  calculation 
based  on  measured  size  distributions  and  previously  published  complex  indices  of  refraction. 


2.  Experiment 


Consider  a  sample  volume  containing  an  optically  absorbing  aerosol.  If  a  laser  is  passed  through 
this  volume,  a  portion  of  the  light  will  be  absorbed  by  the  aerosol  particles,  resulting  in  particle 
heating  (here  we  assume  that  the  absorption  attributable  the  surrounding  gas  is  negligible 
compared  to  the  resultant  particle  absorption).  This  particle  heating  will  subsequently  result  in  a 
pressure  rise  within  the  sample  volume.  If  the  laser  is  now  modulated  at  some  convenient 
acoustic  frequency,  say  1  kHz,  a  resultant  pressure  wave  will  result  at  that  same  1-kHz 
modulation  frequency.  It  is  well  established  that  the  power  of  the  resultant  acoustic  signal  is 
directly  proportional  to  the  optical  absorption  cross  section  of  the  absorbing  particles  (5).  The 
constant  of  proportionality  that  relates  the  actual  absorption  cross  section  to  the  acoustic  signal  is 
determined  via  an  appropriate  calibration  gas.  One  of  the  more  intriguing  aspects  of  aerosol 
photo-acoustics  is  that,  in  principle,  it  only  depends  on  the  fraction  of  light  absorbed  by  the 
media  and  thus  requires  no  a  priori  knowledge  of  aerosol  particle  shape,  size,  or  complex 
refractive  index.  By  designing  a  system  in  which  the  probe  laser  also  serves  as  a  coincident 
short-pass  transmissometer,  we  can  obtain  an  independent  determination  of  the  optical  extinction 
simultaneously  with  the  absorption  measurement.  As  a  result,  accurate  values  of  the  single¬ 
scatter  albedo  are  also  determined  when  we  find  the  difference  between  the  total  extinction  and 
absorption. 

The  basic  flow-through  photo-acoustic  measurement  is  shown  in  figure  1 .  As  seen  in  the  figure, 
the  system  consists  of  a  small  0.6-nr  aerosol  chamber  which  is  used  to  confine  the  dispersed 
aerosol.  The  chamber  is  flushed  with  dry  air  before  each  run  in  order  to  minimize  any  residual 
absorption  attributable  to  water  vapor.  A  small  fan  placed  in  the  comer  of  the  chamber  is  used  to 
gently  stir  the  aerosol  to  ensure  that  a  uniform  particle  concentration  is  maintained. 
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Figure  1.  Schematic  of  flow-through  photo-acoustic  experiment  used  to  measure  in  situ  extinction  and 
absorption  cross  sections. 

Situated  at  the  bottom  of  the  chamber  is  a  cylindrical  flow-through  spectrophone  where  both  the 
extinction  and  absorption  measurements  take  place.  Embedded  in  the  wall  of  the  spectrophone  is 
a  highly  sensitive  electret  microphone  that  is  positioned  in  the  center  of  a  hollow  cylindrical 
column  in  which  the  aerosol  flows.  A  small  (6  mm  in  diameter)  electret  condenser  microphone 
consists  of  a  high  voltage  internal  membrane,  a  metal  electrode,  and  a  field  effect  transistor 
(FET).  The  microphone  is  externally  powered  through  a  simple  RC  circuit  by  a  DC  power 
supply.  The  diaphragm  of  the  electret  is  mounted  flush  with  the  flow  column  in  order  to 
properly  match  the  longitudinal  acoustic  mode  generated  within  the  cylindrical  region.  The  inner 
cavity  where  the  electret  is  mounted  represents  a  resonant  subsystem  (basically,  a  double  open- 
ended  resonator)  which  is  intentionally  designed  to  be  nonresonant,  i.e.,  low  Q  values  on  the 
order  of  20  to  50  for  continuous  wave  (cw)  sources,  to  avoid  fluctuations  in  the  spectrophone 
responsivity  because  of  changing  aerosol  concentrations. 

The  dispersed  aerosol  is  gently  drawn  from  the  chamber  through  the  column  that  runs  axially 
through  the  spectrophone.  A  modulated  cw  carbon  dioxide  (CCE)  laser,  tuned  to  a  specific  IR 
wavelength  and  operated  at  approximately  100  mW,  is  directed  through  a  barium  fluoride  (BaF2) 
window,  situated  at  the  top  of  the  chamber,  and  down  through  the  center  of  the  spectrophone. 
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The  beam  exits  through  a  windowless  port  at  the  bottom  of  the  spectrophone.  We  measure 
attenuation  of  the  laser  caused  by  the  aerosol  by  placing  an  IR  calorimetric  power  meter  at  the 
outlet  of  the  spectrophone.  This  arrangement  effectively  creates  a  short-path  transmissometer 
which  extends  from  the  top  of  the  aerosol  chamber  to  the  bottom  of  the  spectrophone.  We 
established  a  well-defined  aerosol  path  length  caused  by  gently  drawing  the  aerosol  out  of  the 
spectrophone  at  a  point  just  above  the  exit  port.  The  path  length  used  here  was  1 .22  m. 

The  modulated  beam  propagates  through  the  center  of  spectrophone  and  a  portion  of  its  optical 
energy  is  absorbed  by  the  aerosol.  A  rapid  heating  and  subsequent  cooling  of  the  aerosol/air 
mixture  occurs.  This  in  turn  produces  an  acoustic  signal  at  the  exact  same  frequency  of  the 
modulated  laser  beam.  The  acoustic  wave  signal  is  detected  and  amplified  by  the  electret 
microphone  via  a  “lock-in”  amplifier  tuned  to  the  modulation  frequency  of  the  laser. 

Shown  in  figure  1  is  the  aerosol  dosimetry  portion  of  the  measurement  which  is  used  to 
determine  the  mass  concentration  at  any  point  in  time.  We  periodically  take  mass  samples 
during  the  photo-acoustic  measurement  by  drawing  known  volumes  of  the  aerosol/air  mixture 
through  a  filter  substrate  that  is  inserted  into  the  chamber.  The  resultant  mass  is  collected  on  pre¬ 
weighed  polycarbonate  filters,  nominal  pore  size  0.20  pm,  and  is  weighed  with  a  high  precision 
analytical  balance.  Resultant  aerosol  mass  densities  (g/m  )  are  then  used  to  convert  path- 
integrated  extinction/absorption  coefficients  (1/m)  into  mass  normalized  cross  sections,  (i.e., 
meters"/gram). 

Ambient  acoustic  noise  resulting  from  movements  within  the  laboratory  is  suppressed  by  a  series 
of  dampeners  above  and  below  the  electret.  The  principle  behind  these  acoustic  dampeners  is 
fairly  straightforward  (see  figure  2).  Shown  in  the  figure  is  a  cross-sectional  schematic  of  a  top 
set  of  three  cylindrical  dampeners.  These  dampeners  fit  snuggly  together  in  the  region 
surrounding  the  inner  electret  cavity  and  dissipate  the  acoustic  noise  that  enters  the  spectrophone 
from  either  opening. 

Both  aerosol  and  acoustic  “noise”  from  the  laboratory  flow  freely  through  the  center  cylindrical 
region  of  the  spectrophone.  Acoustic  noise  enters  the  spectrophone  in  the  form  of  pressure 
fluctuations  that  are  initially  distributed  over  the  area  of  the  inlet  nozzle  shown  as  point  A  in 
figure  2.  For  purposes  of  our  example,  let  us  define  the  area  at  point  A  to  be  1 .0  cm".  As  the 
pressure  wave  propagates  down  toward  the  inner  electret  cavity,  it  encounters  several  small 
spaces  at  point  B  in  the  figure.  At  these  points,  the  pressure  wave  is  effectively  redistributed 
over  a  much  larger  area,  say  30.0  cm",  resulting  in  a  reduction  of  the  net  pressure.  The 
attenuation  of  the  noise  signal  is  repeated  at  each  slit  B  until  the  desired  noise  suppression  is 
achieved.  We  have  found  that  a  series  of  three  or  four  dampeners  placed  above  and  below  the 
electret  cavity  is  sufficient  to  suppress  typical  noise  levels  encountered  in  the  laboratory  by 
approximately  20  dB  at  1  kHz.  Additionally,  we  isolate  by  machining  the  spectrophone 
enclosure  from  very  dense  materials,  e.g.,  stainless  steel  or  high  density  polyurethane. 


4 


Figure  2.  Cross-sectional  schematic  of  a  top 
set  of  acoustic  dampeners  used  to 
isolate  the  electret  inner  cavity. 

Simulants  are  dispersed  in  one  of  two  ways.  For  small  particulates  such  as  powders,  the  aerosol 
is  injected  into  the  chamber  via  a  dispersion  nozzle  and  compressed  dry  air.  The  dispersion 
nozzle  has  a  counter-rotating  spiral  array  of  stainless  steel  brushes  that  effectively  separates  the 
particles  during  dispersion. 

If  the  simulant  is  a  liquid,  a  phannaceutical  nebulizer  is  used.  Approximately  20  psi  of  dry  air 
are  used  to  pump  the  nebulizer  during  dispersion,  which  produces  a  distribution,  with  a  modal 
diameter  in  the  4-  to  6-pm  range. 
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Particle  size  distributions  are  measured  in  situ  with  an  aerodynamic  particle  sizer  (APS)  (model 
3321,  manufactured  by  TSI,  Inc.)-  Because  the  APS  uses  a  “time-of- flight”  method  to  predict  an 
aerodynamic  diameter,  accurate  values  for  the  “bulk”  density  of  the  aerosol  particle  are  required. 

■5 

Bulk  densities  used  for  BG,  SF-96,  and  Kaolin  were  1.45,  0.97,  and  2.64  g/cm  ,  respectively. 

The  measured  size  distributions  for  the  three  simulants  considered  are  shown  in  figure  3. 
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Figure  3.  Measured  size  distributions  for  silicone  oil  SF-96,  BG,  and  Kaolin  clay  aerosol. 

We  calibrate  the  system  before  and  after  each  run  by  inserting  an  appropriate  absorbing  gas  into 
the  spectrophone  cell.  For  CO2  laser  wavelengths,  isopropyl  alcohol  or  methanol  vapor  is  used 
and  provides  adequate  absorption  and  extinction  of  the  IR  laser  over  the  tunable  range  of  9.2  to 
10.8  pm.  As  the  vapor  is  drawn  through  the  system,  a  portion  of  the  laser  energy  is  absorbed, 
resulting  in  an  acoustic  signal  that  is  detected  by  the  spectrophone.  This  absorbed  energy  is  seen 
as  a  reduction  in  the  overall  laser  power  as  measured  by  the  calorimetric  meter  and  is  converted 
to  an  absolute  extinction  coefficient  via  the  Beer’s  law  relation.  Because  the  attenuating  media  is 
a  gas,  no  scattering  is  present  (we  have  assumed  that  attenuation  by  molecular  scatting  is 
negligible).  In  this  situation,  the  path-integrated  total  extinction  (1/m)  of  the  CO2  laser  is  equal 
to  the  measured  absorption  or,  more  precisely,  to  the  acoustic  response  of  the  spectrophone.  A 
typical  calibration  based  on  isopropanol  vapor  is  shown  in  figure  4. 
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Figure  4.  Typical  calibration  curve  for  the  photo-acoustic  spectrophone  with  isopropanol  vapor. 


3.  Results 


Figures  5  through  7  show  the  mass  normalized  extinction  and  absorption  for  aerosolized  SF-96 
oil,  BG,  and  Kaolin  clay,  respectively. 

Each  of  the  three  graphs  shows  a  comparison  between  two  separate  and  independent 
measurements,  i.e.,  the  spectral  extinction  measured  with  photo-acoustics  or  a  previous  in  situ 
FTIR  measurement  conducted  by  the  authors  (9).  Identical  methods  for  dissemination  were 
applied  in  both  cases  in  an  attempt  to  generate  similar  size  distributions.  In  addition  to  the 
comparison  between  the  two  spectroscopic  methods,  measured  cross  sections  are  compared  with 
a  series  of  Mie  theory  calculations  based  on  previously  published  complex  indices  of  refraction 
and  the  actual  size  distributions  shown  in  figure  3  (10,11,12). 

Because  great  effort  was  taken  to  duplicate  conditions  between  the  photo-acoustic  and  FTIR 
studies,  we  would  expect  the  spectral  extinction  to  compare  well  between  the  photo-acoustic  (red 
data  points)  and  the  FTIR  results  (red  solid  line).  As  one  can  see  in  figures  5  through  7, 
agreement  between  the  two  independent  measurements  appears  quite  good.  However, 
comparison  between  the  measured  quantities  and  the  Mie  calculated  values  does  not  track  quite 
as  well.  One  possible  reason  for  the  apparent  disagreement  may  lie  in  the  choice  of  refractive 
indices  used  in  our  calculations. 
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Figure  5.  Comparison  of  the  measured  and  calculated  extinction  and  absorption  cross 

sections  for  silicone  oil  SF-96,  grade  50.  (The  individual  data  points  seen  in  the 
figure  represent  the  photo-acoustic  measured  cross  sections.  The  solid  [red]  line 
represents  previously  measured  spectral  extinction  with  FTIR  aerosol  spectroscopy. 
The  solid  [blue]  and  dashed  [green]  lines  represent  Mie  theory  calculations  based  on 
the  size  distributions  seen  in  figure  3  and  the  previously  published  complex  indices 
of  Querry  (12).) 


Figure  6.  Comparison  of  the  extinction  and  absorption  cross  sections  for  aerosolized  BG 

endospores.  (The  individual  points  seen  in  the  figure  represent  the  photo-acoustic 
measured  cross  sections.  The  solid  [red]  line  represents  previously  measured  spectral 
extinction  with  FTIR  aerosol  spectroscopy.  The  remaining  dashed  [green]  and 
solid  [blue]  lines  represent  Mie  theory  calculations  based  on  the  size  distributions 
seen  in  figure  3  and  the  previously  published  complex  indices  of  Querry  (12).) 
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Figure  7.  Comparison  of  the  extinction  and  absorption  cross  sections  for  aerosolized  Kaolin 
clay  powder.  (The  individual  points  seen  in  the  figure  represent  the  photo-acoustic 
measured  cross  sections.  The  solid  [red]  line  represents  spectral  extinction  previously 
measured  with  FTIR  aerosol  spectroscopy.  The  remaining  dashed  [green]  and  solid 
[blue]  lines  are  the  corresponding  Mie  theory  calculations  based  on  the  size  distributions 
seen  in  figure  3  and  the  previously  published  complex  indices  of  Querry  (72).) 

Often,  researchers  must  rely  on  optical  constants  derived  from  much  earlier  work  when  they  are 
calculating  certain  coefficients.  In  cases  when  there  is  a  high  degree  of  standardization  for  the 
material  in  question,  the  optical  constants  determined  from  a  particular  sample  most  probably 
represent  the  material  as  a  whole,  e.g.,  commercially  manufactured  chemicals  or  powders. 
However,  for  substances  that  are  created  by  a  natural  process,  samples  of  a  particular  material 
may  vary  greatly. 

For  example,  the  best  overall  agreement  appears  to  be  with  the  chemical  simulant  SF-96.  The 
reason  for  this  originates  in  the  standard  form  in  which  the  material  is  manufactured,  i.e., 
produced  by  one  vendor  with  a  high  degree  of  quality  control.  As  a  result,  we  believe  the  SF-96 
indices  measured  by  Querry  are  the  most  accurate  of  the  three  simulants  considered. 

In  addition  to  issues  of  standardization  between  samples,  great  uncertainties  can  arise  in 
reflective/transmissive  techniques  used  to  determine  complex  indices  of  refraction  when 
conducted  on  powdered  bulk  materials,  i.e.,  BG  and  Kaolin  (13).  Such  methods  are  more 
accurate  when  conducted  on  liquids  since  they  avoid  problems  with  multiple  scattering  often 
seen  in  bulk  sample  “pellets”.  Figures  6  and  7  highlight  the  magnitude  of  the  uncertainty  one 
might  expect  when  computing  certain  cross  sections  based  on  indices  of  refraction  derived  from 
previous  studies. 
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Figure  6  shows  the  measured  and  calculated  extinction  and  absorption  for  aerosolized  BG 
endospores.  Seen  in  the  figure  is  the  noticeable  divergence  that  takes  place  between  the 
measured  absorption  (green  data  points)  and  the  calculated  values  based  on  Mie  theory.  We 
believe  the  primary  reason  for  the  disagreement  stems  from  the  fact  that  our  endospore  samples 
underwent  a  certain  preparation  in  order  to  facilitate  efficient  dispersion  and  may  not  represent 
the  spectroscopic  grade  bacillus  subtilis  used  by  Querry.  Ion  chromatography  performed  on  both 

_ n 

washed  and  unwashed  endospore  suspensions  show  small  quantities  of  SO4  with  lesser 
amounts  of  PO4  ,  F  ,  and  Cl  ions,  which  have  been  attributed  to  small  quantities  of  either  a 
surfactant  or  residual  growth  media  (14).  Figure  7  shows  a  similar  comparison  for  a  Kaolin  clay 
aerosol.  Since  Kaolin  is  mined  throughout  the  globe  and  prepared  by  many  different  vendors,  it 
was  uncertain  how  “standard”  our  samples  were.  Again,  we  had  to  rely  on  previously  measured 
indices  of  refraction.  As  one  can  see  in  figure  7,  the  agreement  is  reasonable,  considering  the 
number  of  unknown  variables  involved  among  the  naturally  occurring  substances  such  as  BG 
and/or  Kaolin. 


4.  Conclusion 


We  have  successfully  developed  an  in  situ  flow-through  photo-acoustic  technique  that  is  capable 
of  directly  measuring  the  absolute  mass  normalized  extinction  and  absorption  for  a  variety  of 
biologically  and  chemically  based  aerosols.  The  flow-through  design  avoids  problems  that  have 
plagued  previous  attempts  at  applying  photo-acoustics  to  an  aerosol  medium.  Although  the 
results  presented  here  were  conducted  at  selected  CO2  laser  wavelengths,  any  convenient  laser 
source  capable  of  tens  of  milliwatts  of  power  would  suffice.  Photo-acoustic  results  compare  well 
with  prior  FTIR  measured  spectral  extinction. 

Finally,  for  comparison  we  have  provided  several  Mie  theory  calculations  that  used  the  best 
available  values  for  the  complex  indices  of  refraction  and  measured  size  distributions. 
Comparison  of  measured  and  Mie  theory  computed  cross  sections  highlights  the  typical 
uncertainties  one  might  expect  when  conducting  similar  predictive  calculations. 
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